Transducer for arterial and venous blood pressure recording.
The construction of a pressure transducer for acute experiments is described. The transducer is intended for direct recording of arterial and venous blood pressure in animals. The characteristics of arterial and venous blood pressure records obtained with a mercury manometer by the classic method and with the transducer are compared.